
_____________________________________ 
 

DIVISION OF AIR QUALITY 
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DAQ-16-017 QA Bulletin Documenting Changes to the Quality System Revision 2      3 March 2022 

7/26/2022 

QA BULLETIN NUMBER  DAQ-17-011.2 

TO:   Marshall Cannon, RRO Operator 

Steve Helms, RRO Operator 

Mark Yirka, ECB Electronics Technician 

THROUGH: Patrick Bulter, AMS Chief       

Joette Steger, PPB Supervisor 

Derrick House, ECB Supervisor 

Taylor Hartsfiend, RRO Air Quality Supervisor 

Tim Skelding, RRO Monitoring Coordinator  

FROM: Kay Roberts, PPB Chemist 

SUBJECT: Changes to Verification / Calibration Frequency 

Revision to the Nitrogen Dioxide (NO2) Verification/Calibration Frequency:  

Upon receipt/adjustment/repair/ installation/ moving. Every 182 days and 2/ calendar year if 
manual zero/span performed biweekly. 

The frequency change takes place immediately and will be added to the next SOP review and 
revistion. 

 

Replace and Discard Original ☐ 

Add Material to Document ☐ 
Retain this bulleting until further notice ☒ 

Discard this bulleting after noting contents ☐ 

This bulleting will be invalid after: Click or tap to enter a date. 

This bulletin will be incorporated into DAQ-###-##.2 (which will 
replace SOP-2.17.2 by 9/30/2022 
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